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Ablation of Typical Atrial Flutte. Background: Large-tip (10 mm) catheters (LTCs) and open-
irrigation-tip catheters (OITCs), both capable of creating large lesions, are more effective than conventional
catheters for cavotricuspid isthmus (CTI) ablation. However, it is not clear whether complete CTI block
can be achieved more efficiently using an LTC or an OITC. The purpose of this study was to compare the
efficiency of radiofrequency catheter ablation (RFA) of the CTI using LTC versus OITC to eliminate atrial
flutter (AFL).
Methods and Results: Sixty consecutive patients (age = 62 ± 10 years) with typical AFL were randomized
to undergo RFA of CTI using an LTC (10 mm) or an OITC. If complete CTI block was not achieved by
≤30 minutes of RFA, patients were allowed to cross over to ablation with the other catheter. A 3-dimensional
electroanatomical mapping system was used for catheter navigation only with the OITC. The mean duration
of RFA to achieve CTI block in 50% of the patients was 6.8 ± 2.2 minutes with an LTC and 11.7 ± 2.7 minutes
with an OITC (P = 0.001). After 30 minutes of RFA, CTI block was achieved in 26/30 (87%) and 25/30
patients (83%) using an LTC and an OITC, respectively (P = 1.0). After crossover, CTI block was achieved
in 4/5 (80%) and in 4/4 patients (100%) with an LTC and OITC, respectively (P = 1.0). LTC was associated
with a lower volume of intravenous fluid administration (388 ± 365 mL versus 865 ± 451 mL, P = 0.0001)
and a trend for shorter procedure duration (95± 31 minutes versus 114 ± 50 minutes, P = 0.09) than the
OITC. At 6 ± 3 months, 30/30 patients (100%) in the LTC and 27/30 patients (90%) in the OITC groups
remained free from AFL, respectively (P = 0.24). Except for one inconsequential steam-pop during RFA
with the OITC, there were no complications.
Conclusions: Complete CTI block is achieved more rapidly using an LTC than an OITC, and with a
similar clinical efficacy. (J Cardiovasc Electrophysiol, Vol. 22, pp. 1007-1012, September 2011)
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Radiofrequency catheter ablation (RFA) is highly effec-
tive in eliminating cavotricuspid isthmus (CTI)-dependent
atrial flutter (AFL), and often is the treatment of choice for pa-
tients with AFL.1-4 Large-tip and irrigated-tip catheters, both
capable of creating larger lesions than conventional catheters,
have been widely used to negate the technical challenges in
creating transmural lesions along the complex structure of
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the CTI.5-7 Prior studies have reported comparable acute and
chronic efficacy rates with these catheters.5,6,8-11 However,
there are no data on the efficiency and efficacy of catheter
ablation, that is, the ease with which complete conduction
block is achieved when a 10-mm, large-tip catheter (LTC)
versus an open-irrigation-tip catheter (OITC) is used.
The purpose of this prospective, randomized study was to
compare the efficiency of CTI ablation to eliminate AFL
using an LTC (10 mm) and OITC, and also to compare




The subjects of this study were 60 consecutive patients
with CTI-dependent AFL who underwent RFA. The mean
age was 62 ± 10 years (Table 1). There were 47 men and
13 women. The mean left ventricular ejection fraction was
0.53 ± 0.13. Patients who had a prior ablation procedure to
eliminate atrial fibrillation or flutter were excluded from this
study. Eight and 9 patients who underwent ablation with a
LTC and OITC were noted to have infrequent episodes of
paroxysmal atrial fibrillation prior to CTI ablation.
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TABLE 1
Clinical Characteristics
LTC N = 30 OITC N = 30 P
Age (years) 64 ± 11 60 ± 8 0.22
Gender (M/F) 25 (83%) 22 (76%) 0.53
Left ventricular ejection fraction 51 ± 12 55 ± 14 0.26
Left atrial enlargement (>40 mm) 19 (63%) 17 (57%) 0.79
Hypertension 20 (67%) 21 (70%) 1.00
Structural disease 6 (20%) 3 (10%) 0.47
Congestive heart failure 6 (20%) 8 (27%) 0.76
Data are shown as mean ± SD. Percent values are shown in parentheses.
Study Protocol
The study protocol was approved by the Institutional Re-
view Board. Patients between 18 and 85 years of age with a
history of typical AFL documented on a 12-lead ECG were
enrolled in the study. Patients then were randomized 1:1 to
undergo CTI ablation using either a 10-mm-tip RFA catheter
(Blazer II XP, Boston Scientific, Boston, MA, USA) or
a 3.5-mm-open-irrigation-tip RFA catheter (Thermocool R©,
Biosense Webster, Diamond Bar, CA, USA) using a closed-
envelope randomization schedule before the procedure. The
clinical characteristics of the 2 groups were similar (Table 1).
Electrophysiologic Study and RFA
All patients provided written informed consent. Antiar-
rhythmic drugs were discontinued >5 half-lives prior to the
procedure, with the exception of amiodarone, which was
discontinued 2 months before the procedure. Vascular access
was obtained through a femoral vein. After an initial dose of
3,000 units of heparin, additional 1,000 units of heparin were
administered for every additional hour of the procedure.
A decapolar catheter (Biosense Webster) was positioned
in the coronary sinus. Based on the randomization scheme,
a LTC or an OITC was positioned along the CTI under flu-
oroscopic guidance. A long sheath (SR0, St. Jude Medical,
Minnetonka, MN, USA) was used in all patients to facilitate
catheter stability and contact. Intracardiac electrograms were
filtered at band-pass settings of 30–500 Hz and were stored
digitally (EP Med Systems Inc., West Berlin, NJ, USA). Pac-
ing was performed at twice the diastolic threshold using an
electronic stimulator (EP Med Systems Inc.).
RFA was performed during AFL until the tachycardia
terminated and then during pacing from the coronary sinus
until complete conduction block was achieved in 22 of 60
patients who presented in AFL. RFA was performed during
pacing from the coronary sinus in the remaining 38 patients
who presented in sinus rhythm. Radiofrequency energy was
applied for 30 seconds or until loss of local electrograms at
each site along the CTI during a continuous pullback from
the ventricular aspect to the inferior vena cava.
CTI ablation using an LTC
In patients randomized to ablation using an LTC, RFA was
performed under fluoroscopic guidance. The LTC was posi-
tioned at the ventricular aspect of the CTA at the 6 o’clock
position in the LAO 45◦ projection. The LTC was gradually
withdrawn to the caval aspect of the CTI during applica-
tions of radiofrequency energy. If complete block was not
achieved, the catheter was repositioned at the ventricular
side of the CTI and the ablation line was mapped to identify
gaps. If complete block still was not achieved after the second
pass, then a new line on the medial or lateral aspect of the
first line was created. Radiofrequency energy was delivered
at a maximum of 100 Watts and a maximum temperature of
60◦C (Maestro, Boston Scientific, Natick, MA).
CTI ablation using an OITC
In patients randomized to ablation using an OITC, the ab-
lation catheter was positioned along the CTI similar to when
an LTC was used as described above. Radiofrequency energy
was delivered at a maximum temperature of 48◦C and a max-
imum power of 40 Watts at a flow rate of 30 mL/min (Stock-
ert, Biosense Webster). In patients randomized to ablation
using an OITC catheter, a 3-dimensional electroanatomical
mapping system (CARTO, Biosense-Webster) was routinely
used for catheter navigation.
The endpoint of the ablation procedure was complete bidi-
rectional conduction block across the CTI. Clockwise con-
duction block was confirmed by the presence of parallel and
widely split (>110 ms) double potentials along the CTI and
also by reversal of the activation sequence as assessed by
high-density mapping lateral to the ablation line during pac-
ing from the coronary sinus.4 Counterclockwise conduction
block was confirmed by assessing the same parameters dur-
ing pacing from the low right atrium.
If complete conduction block was not achieved with up to
30 minutes of RF energy delivery, patients were allowed to
cross over to ablation with the other catheter.
Study Endpoints
The primary endpoint of the study was the efficiency of
RF ablation to achieve complete conduction block across the
CTI. To accurately analyze the time course, mean duration
of RFA to achieve complete block in 50% of patients using
an LTC or an OITC was compared. The cumulative propor-
tion of patients in whom complete block was achieved at
2.5-minute intervals of RF energy delivery also was deter-
mined.
The secondary endpoints of the study were: (1) acute
efficacy within 30 minutes of RF energy application; (2)
fluoroscopy time to complete CTI conduction block; (3) total
procedure time; (4) clinical efficacy, defined as freedom from
AFL in the absence of antiarrhythmic drug therapy; and (5)
peri- and post procedural complications.
Follow-up
Patients were discharged home the same day and were
maintained on warfarin for 6 weeks unless there was another
indication to continue warfarin. Patients were seen in an out-
patient clinic 3 to 6 months after the ablation. They were in-
structed to call a dedicated nurse whenever they experienced
symptoms suggestive of their arrhythmia. A 12-lead EKG
was obtained during follow-up visits, and an auto-triggered
event monitor was provided for 3 weeks to look for asymp-
tomatic arrhythmias 3 months after the ablation.
Statistical Analysis
Continuous variables are expressed as mean ± 1 standard
deviation. Comparisons of continuous variables were per-
formed using Student’s t-test. Comparisons of categorical
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Figure 1. Mean duration of RF ablation to achieve complete block using
an LTC (red) or OITC (blue) in 25%, 50%, and 75% of the patients with
AFL. ∗P<0.05.
variables were performed using Fisher’s exact test. A P<0.05
indicated a statistical significance.
RESULTS
Efficiency of CTI Ablation
The mean duration of RFA to achieve complete CTI block
in 50% of patients in each group was 6.8 ± 2.2 minute with
an LTC and 11.7 ± 2.7 minute with an OITC (P = 0.0001).
CTI block was achieved in 75% of the patients in each
group after 9.4 ± 4.8 minute of RFA using an LTC and after
14.7 ± 5.7 minute of RFA using an OITC (P = 0.001,
Fig. 1).
CTI block was achieved with ≤10 minutes of RFA in 14
of 30 (47%) with an LTC and in 4 of 30, (13%) with an
OITC (P = 0.01, Fig. 2); by ≤12.5 minutes of RFA in 18 of
30 (60%) with an LTC and in 9 of 30 (30%) with an OITC
(P = 0.037); and by 15 minutes of RFA in 20 of 30 (67%)
with an LTC and in 13 of 30 (43%) with an OITC (P = 0.12).
After 30 minutes of RFA, complete block was achieved in
26 of 30 patients (87%) in the LTC and in 25 of 30 patients
(83%) in the OITC groups (P = 1.0).
Figure 2. Duration of RF ablation required to achieve complete CTI block.
Ablation with an LTC (red) resulted in complete CTI block in a larger
proportion of patients sooner than with an OITC (blue). ∗P<0.05.
Crossover
After 30 minutes of RFA, complete conduction block was
not achieved in 4 of 30 patients (13%) with an LTC and in
5 of 30 patients (17%) with an OITC (P = 1.0). Per study
protocol, these patients crossed over to ablation with the
other catheter. After crossover, complete conduction block
was achieved by 8.8 ± 2.4 minute of RFA using an LTC and
by 7.9 ± 1.7 minute of RFA when using an OITC (P = 0.61).
On an intention-to-treat analysis, after the crossovers,
complete CTI block was achieved in 30 of 30 patients (100%)
who were randomized to RFA using an LTC and in 29 of 30
patients (97%) who were randomized to RFA using an OITC
(P = 1.0).
Procedure and Fluoroscopy Duration, and Amount of
Intravenous Fluids Administered
On an intention-to-treat analysis, the total procedure
duration was 95 ± 31 minute in the LTC group and
114 ± 50 minute in the OITC (P = 0.09). The total fluo-
roscopy time was 23.5 ± 10.7 minute in the LTC group, and
23.9 ± 15.2 minute in the OITC group (P = 0.9). The total
amount of intravenous fluids administered was 388 ± 365 mL
in the LTC and 865 ± 451 mL in the OITC groups, respec-
tively (P<0.001).
Among patients in whom CTI block was achieved
with ≤30 minutes of RFA, the total procedure duration
was 89 ± 22 minute in the LTC group and 108 ± 51 minute
in the OITC group (P = 0.09). The total fluoroscopy
time was 22.3 ± 10.0 minute in the LTC group, and
22.8 ± 16.4 minute in the OITC group (P = 0.88). The
total amount of intravenous fluids administered was
363 ± 356 mL with an LTC and 796 ± 436 mL with
an OITC (P<0.001).
Clinical Efficacy and Safety
On an intention-to-treat analysis, at a mean follow-up of
6 ± 3 months, 30 of 30 patients (100%) randomized to LTC
and 27 of 30 patients (90%) randomized to OITC were free
from recurrent atrial flutter in the absence of antiarrhythmic
drug therapy (P = 0.24). There was no relationship between
the duration of RFA required to achieve complete block and
freedom from recurrent AFL during follow-up. Similarly, pa-
tients who crossed over to ablation with the alternate catheter
had a similar clinical efficacy as the patients who did not have
to cross over. There was a single tissue steam pop during RFA
with the OITC. However there were no adverse consequences




The main findings of this study are: (1) Complete con-
duction block across the CTI is achieved more quickly with
a LTC than an OITC; (2) By 30 minutes of RFA, complete
CTI block is achieved in ∼85% of patients with either abla-
tion catheter; (3) After crossover to ablation with the other
catheter, complete conduction block is achieved in almost
all patients with <10 minutes of additional RFA; (4) Clini-
cal efficacy of CTI ablation to eliminate AFL using an LTC
or OITC is similar and is ≥90%; (5) RFA with an OITC is
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associated with ∼500 mL of additional intravenous fluid
administration compared to LTC; (6) Use of a 3D elec-
troanatomical mapping system with an OITC is not associ-
ated with an improvement in procedural efficiency or clinical
efficacy or a decrease in fluoroscopy duration.
These findings indicate that an LTC is more efficient than
OITC for achieving complete CTI block.
LTC versus OITC
With both LTC and OITC, cooling enables higher power
delivery and larger lesions. Although longer segments can be
ablated using an LTC, the ablation of deep recesses, where
lack of sufficient blood flow may impede efficient tip cooling
and power delivery, can be more difficult.7 On the other
hand, with an OITC the length of ablation lesions may be
shorter than with an LTC at other sites. Variations in the
topography of the CTI are common and recesses can be
observed in up to 13%.12 It may be that complete CTI block
is achieved more efficiently with an LTC than with an OITC
because the majority of patients with AFL have a smooth
CTI without deep recesses.12,13 However, in patients with
CTI recesses, LTC may not be sufficient to create transmural
lesions, explaining why CTI block was not achieved in all
patients with 30 minutes of RFA with an LTC.
A prior study that assessed the CTI anatomy prior to
ablation in all patients demonstrated that LTC (8-mm-tip)
was associated with a shorter fluoroscopy and RF duration
than OITC in only patients with a straight CTI.10 However,
there was no statistically significant difference between the
2 catheters in patients with a concave or pouch-like CTI.
Clinical follow-up on freedom from recurrent AFL was not
reported in this study. In a subsequent study,11 patients were
randomized to CTI ablation with or without CTI angiog-
raphy. In the angiography group an LTC (8-mm-tip) or an
OITC was selected based on CTI anatomy, and in the con-
trol group who did not undergo angiography an OITC was
used in all patients. Consistent with the findings of the prior
study, catheter selection based on CTI angiography was asso-
ciated with a shorter fluoroscopy and RF application duration
than empirical ablation using an OITC without angiography.
Information on clinical follow-up was not provided in this
study.
In the present study, a simple and practical approach was
taken without having to perform CTI angiography, which
could potentially increase the procedure duration, cost, radi-
ation exposure, and add the risk of contrast nephropathy. In
this study, regardless of the CTI anatomy, LTC was found to
be more efficient than OITC in a consecutive series of patients
with AFL who present to the electrophysiology laboratory.
3-Dimensional Navigation and Catheter Irrigation
In this study, navigation of an OITC using a 3D elec-
troanatomical mapping system was not associated with an
improvement in procedural efficiency or fluoroscopy expo-
sure compared to navigation of an LTC only by conventional
fluoroscopy. Ablation along the CTI involves linear lesions
between well-defined anatomical landmarks with character-
istic electrograms; therefore, 3D catheter navigation may not
be facilitatory during CTI ablation.
In a prior randomized study,14 CTI ablation using an OITC
with or without a 3D electroanatomical mapping system was
associated with similar acute and long-term efficacy and pro-
cedure duration. Fluoroscopy exposure was shorter when a
3D navigation system was used, but at the expense of an
increase in procedural cost.
In another randomized study, CTI ablation using an 8-mm
tip catheter with high density electroanatomical mapping to
avoid large voltage areas also had a similar acute and clinical
efficacy to CTI ablation with conventional 3D navigation.15
However, because 3D navigation system was not used with an
LTC and because ablation using an OITC was not performed
without a 3D navigation system, a potentially helpful role of
3D catheter navigation, particularly with an LTC, cannot be
ruled out based on the findings of this study.
As expected, ablation using an OITC was associated with
additional 500 mL of saline infusion during the procedure.
For the majority of patients, this much fluid should not be
a concern. However, in patients with advanced heart fail-
ure, hypoalbuminemic states, or end-stage renal disease, the
amount of fluid infusion should be considered in catheter
selection.
Efficacy and Safety
Clinical efficacy of catheter ablation using an LTC or
OITC were similar in this study, suggesting that once com-
plete conduction block is achieved lesions are likely to be
transmural and recovery of conduction is unlikely regardless
of the ablation catheter used. The primary difference appears
to be the duration of RFA to achieve complete block, but not
clinical efficacy.
One of the major concerns with the use of LTC or OITC is
steam-pops and myocardial perforation.16 Although attention
to RF parameters and impedance monitoring are very helpful,
at times there may be no warning signs and steam-pops can
occur suddenly. In this study, there was one steam pop with
the use of an OITC. However, there were no adverse events
associated with the use of either catheter. Therefore, at the
RF settings used in this study and with close monitoring of
impedance and temperature, both catheters appear to be safe
for ablation of CTI.
Prior Studies
In a prior study, an OITC was compared to a conventional
4 mm tip catheter and was found to be more effective than the
conventional catheter.8 In another study, CTI ablation using
an 8 mm tip catheter was found to be more effective than
a 4 mm tip catheter.5 CTI ablation was performed using an
OITC versus an 8-mm-gold-tip versus platinum–iridium-tip
catheter in a prior randomized study.17 There were 20 patients
in each group and all 3 catheters were found to be equally
effective in achieving CTI block. However, the target power
was not reached in up to 40% of the patients with an LTC.
In that study, the maximum power was 32–35 Watts with an
OITC, similar to the present study. However, the maximum
power was limited to 50 watts with an LTC.
Another randomized study compared CTI ablation using
an OITC versus an internally cooled catheter versus an 8 mm
tip single sensor versus an 8 mm tip double sensor ablation
catheter in 80 patients with atrial flutter. Maximum power
was limited to 50 Watts with the open and internal irriga-
tion catheters and 70 Watts with the large tip catheters. Pa-
tients were allowed to cross over to an alternate catheter after
12 minutes of ablation. The internally cooled catheter was
found to be less effective than the other 3 catheters. There
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was no difference in efficacy between the LTC and OITC.
However, tissue steam pops were observed with open and
internally irrigated catheters.6
In a prior randomized study, ablation by targeting max-
imum voltage along the CTI was associated with a shorter
duration of RF application than a conventional continuous
ablation along the CTI.18 An 8-mm-tip catheter was used in
both groups at a maximum power of 70 Watts.
In a prior nonrandomized study, both 8- or 10-mm tip
catheters and a cooled-tip catheter were found to be asso-
ciated with a higher acute efficacy and shorter procedure
duration than a 4-mm tip catheter in achieving CTI block.19
There was no difference between the large-tip and cooled-tip
catheters in acute procedural endpoints. However, unlike in
the present study, clinical recurrence rate was higher after
CTI ablation with a cooled-tip catheter.
Limitations
A limitation is that findings are applicable to the power
settings used in this study. However, the settings used were
based on the recommendations from the manufacturers and
on existing literature.17 Although higher power settings may
have improved efficiency with either catheter, the risk of
adverse events may have been higher.6,20
A second limitation is that follow-up electrophysiologic
testing to assess recovery of conduction across the CTI was
not performed in this study. Therefore, it may not be possible
to directly compare the prevalence of recovery of conduction
between the 2 groups.
A third limitation is that cost comparison between the
groups was not performed. The actual cost of catheters can
be quite variable among different regions based on contrac-
tual agreements. However, due to the additional hardware
needed for 3D-navigation and higher cost of an OITC than
an LTC, CTI ablation using an OITC with 3D navigation is
likely to be more costly than ablation using an LTC. The cost
implications of continuing ablation with the same catheter
versus switching to an alternate catheter if complete block
could not be achieved within 20–30 minutes remains to be
determined.
Another limitation of this study is that catheter sys-
tems using conventional RF energy that are available in the
United States were compared in this study. It remains to
be determined whether novel ablation systems and energy
sources will have similar or superior efficacy than 10-mm tip
catheters.21
Clinical Implications
Complete conduction block across the CTI can be
achieved with ≤30 minutes of ablation with either a large-
tip or an open irrigation tip catheter in ∼85% of patients
with atrial flutter. However, complete block is achieved more
quickly with an LTC than an OITC. Navigation of an OITC
using a 3D electroanatomical mapping system does not ap-
pear to improve the efficiency or efficacy of CTI ablation
compared to an LTC.
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